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ABSTRACT
Objectives: Our aim was to evaluate a new electrosurgi-
cal instrument (Lap Loop device) that amputates the uter-
ine corpus from the cervix during a laparoscopic supra-
cervical hysterectomy (LSH) and to compare the time
required for cervical amputation with traditional methods.
Methods: This comparative trial was conducted at the
University of Louisville and Norton Healthcare Hospitals,
Louisville, KY. The patients comprised 29 women sched-
uled for hysterectomy for benign conditions. All patients
underwent laparoscopic supracervical hysterectomy. The
Lap Loop device was used in 17 patients to section the
cervix. Conventional methods with either laparoscopic
monopolar scissors or Harmonic scalpel were used in 12
patients.
Results: In the control group, the mean cervical cutting
time with laparoscopic scissors or Harmonic scalpel was
14.4 minutes. The mean time for the application of the
loop electrode and cutting time was 6.6 minutes and was
significantly shorter than the cutting time of conventional
methods. Two minor complications (7.4% of cases) and
one relatively major complication (3.7%), an incisional
hernia, occurred in the study patients. None of the com-
plications were related to the new device.
Conclusion: An electrosurgical loop decreased the time
required for resection of the uterine cervix during LSH for
benign uterine conditions. This device facilitates and in-
creases the safety of this procedure.
Key Words: Laparoscopic supracervical hysterectomy,
Lap Loop, Electrosurgical transection.
INTRODUCTION
Supracervical hysterectomy is considered controversial.
However, according to the latest American Association of
Gynecologic Laparoscopists (AAGL) survey, the perfor-
mance of laparoscopic supracervical hysterectomies (LSH)
is apparently increasing.1 LSH has several advantages but
is admittedly only for a subset of patients who meet the
following criteria1: The patient must have a history of
negative Pap smears.2 The patient should have normal
endometrial biopsy results.3 The reasons for the hysterec-
tomy should be for a benign pathology.4 The patient must
be compliant and dependable when it comes to undergo-
ing annual pap smears.
Recently, a new instrument, the Lap Loop (Medsys, Gem-
bloux, Belgium) monopolar electrode for resection and
detachment of the uterine corpus from the cervix has been
developed by Dequesne2 (Figure 1). We are the first
center in the United States to try this new device in
laparoscopic supracervical hysterectomy. Herein, we de-
scribe this new technique and compare it with the tradi-
tional methods of detachment of the uterine corpus in
laparoscopic supracervical hysterectomy.
METHODS
Patients undergoing laparoscopic supracervical hysterec-
tomy were assigned to 2 groups. Seventeen patients
signed consent forms to participate in this study of the
experimental device (Lap Loop system) for fundal detach-
ment in laparoscopic supracervical hysterectomy. The In-
stitutional Review Board at the University of Louisville
School of Medicine and Norton Healthcare Hospitals ap-
proved this study. Study patients were compared with a
control group of 12 patients with similar characteristics
who underwent supracervical hysterectomy using the
conventional methods of uterine detachment with either
laparoscopic monopolar scissors or Harmonic scalpel. All
patients fulfilled the following inclusion criteria1: Patients
with a clear indication for hysterectomy with benign gy-
necologic conditions2; Patients with a healthy cervix with
a negative Pap smear and normal endometrial biopsy3;
Patients who agreed to a follow-up schedule of annual
Pap smears.
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SCIENTIFIC PAPERResidents under faculty supervision performed all surger-
ies. The operative time was calculated in minutes from the
time of the first incision to the time of the last dressing.
Loop application time was calculated from the beginning
of its insertion through the trocar until the complete po-
sitioning of the loop around the cervix. Cervical cutting
time was calculated from the activation of the monopolar
current indicating actual beginning of cutting until the
body of the uterus became freely detached from the cer-
vix. Cervical cutting in the control group was measured
from the beginning to the completion of the cervical
transection. The loop application and actual cutting time
were compared with the cutting time by conventional
methods.
All patients were discharged as soon as they were able to
tolerate food, not in need of parenteral pain medications,
able to ambulate, able to void without a catheter, and with
stable hemoglobin/hematocrit values.
Operative Procedures
Standard trocar placements and laparoscopic methods for
laparoscopic hysterectomy were used. After both uterine
arteries were coagulated using either the Harmonic scal-
pel or bipolar forceps and the bladder dissection was
completed, the cervix was transected at the level of the
internal ostium. Pushing the uterus from below with a
uterine manipulator moved the cervix away from the ure-
ters facilitating the safer amputation of the uterine corpus.
The ureters are about 2 cm lateral to the point at which the
uterus is separated from the cervix; therefore, visualiza-
tion of the ureters during the operation is helpful.
The Lap Loop electrode consists of 3 parts (Figure 1): the
10-mm introducer, electrode shaft, and disposable cutting
wire electrode. The wire electrode has a small screw at
one end and a ball at the other end. The screw end of the
wire electrode is screwed into the tip of the electrode
shaft. The shaft with the wire is inserted into the abdomen
through the 10-mm introducer via a lateral 10-mm trocar.
The wire is insulated at the ends and has only a 2-cm area
in the middle of the wire that is in contact with the cervix.
The wire electrode at the tip of the Lap Loop device is
grasped with a grasper and manipulated around the cervix
so that the ball is placed into the slit at the tip of the shaft
electrode to form a loop (Figure 2A). Once the ball is
placed into the slit of the electrode shaft, it is pulled back
into the introducer therefore locking the loop in place
around the cervix. The position of the wire loop is
checked to guarantee it is snug around the cervix without
compressing the tissue and to ensure that the loop is not
in contact with any other structures, such as bowel or
the pelvic sidewall (Figure 2B). Once the bare part of the
wire is directly applied to the cervix, it ensures that the
energy is directed to the uterine isthmus and not randomly
to other tissues. The uterine manipulator is removed be-
fore the application of energy to the monopolar electrode.
Conversely, as with any electrocautery, avoiding exces-
sive pressure against the tissue ensures timely spark cre-
ation for efficient cutting action. A 100-W unipolar cutting
current is applied, and the loop electrode is pulled back
into the introducer slicing the wire loop through the cervix
and detaching the uterine corpus from the cervix (Figure
2C). Passage of the wire electrode leaves a perfectly clean
and hemostatic cut on the cervical stump.
After detachment from the cervix, the corpus of the uterus
is removed with morcellation by using either the Gyn-
ecare X-tract Tissue Morcellator (Gynecare, Somerville,
New Jersey, USA) or the Storz Morcellator (Storz, Tutlin-
gen Germany). Cautery of the endocervical canal is per-
formed using bipolar forceps at the completion of the
operation. This step is intended to reduce the chance of
developing subsequent cervical stump cancer and to elim-
Figure 1. The loop electrode consists of 3 parts: The 10-mm
introducer, electrode shaft, and disposable cutting wire elec-
trode. The wire electrode is insulated at the ends and has only a
2-cm area in the middle of the wire that maintains contact with
the cervix. The screw end of the wire electrode is screwed into
the tip of the electrode shaft, and the wire is placed around the
cervix. The ball on the other end of the electrode is inserted and
locked into the slit on the tip of the electrode shaft completing
the loop and the circuit.
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endometrium remaining in the cervical canal. After irriga-
tion and final inspection of the peritoneal cavity, laparo-
scopic incisions are closed. Cystoscopy was performed on
all study patients to make sure that both ureters were
intact after the hysterectomy was completed and patients
were taken to the recovery and floor units. All patients
attended a follow-up clinic visit 2 weeks after surgery.
Statistical Analysis
Statistical analysis was performed using SPSS software
(version 11.0), and with consultation and the recommen-
dations of our statistician, statistical significance was cal-
culated using the Student t test for real numbers, and a P
value of 0.05 was considered statistically significant.
RESULTS
This case series included 29 patients fulfilling the inclu-
sion criteria of the study. The patients where divided into
2 groups. The loop electrode was used in 17 patients and
the conventional method of cervical detachment with
unipolar scissors or Harmonic scalpel was used in 12
patients. The cervical detachment times were recorded
and compared between the 2 groups.
The patient characteristics were similar in both groups
(Table 1). Operative time among Lap Loop patients
ranged from 90 minutes to 206 minutes (mean, 140.1).
Operative time among control patients ranged from 69
minutes to 180 minutes (mean, 131.5). The estimated
blood loss (EBL) in the Lap Loop group ranged from 50
mL to 600 mL (mean, 205). The EBL for the control group
ranged from 20 mL to 200 mL (mean, 76 mL). The loop
application time ranged from 3.5 minutes to 12 minutes
(mean, 6.1). The actual cervical cutting time that was
measured after the loop was placed around the cervix and
the monopolar current was activated ranged from 15 sec-
onds to100 seconds (mean, 33.5). The total loop applica-
tion and cutting time ranged from 4.3 minutes to 12.8
minutes (mean, 6.6). The cervical cutting time in the
control group ranged from 6.5 minutes to 22 minutes
(mean, 14.4). When comparing the total of the application
and cutting time for the loop electrode with the cutting
time in the control group, a statistically significant differ-
ence was observed in the amount of time required for
amputation of the uterine corpus from the cervix. Thus,
cervical cutting time was reduced even though total time
Figure 2. The wire electrode at the tip of the Lap Loop device is
grasped with a grasper and manipulated around the cervix. The
ball at the end of the wire electrode is placed into the slit at the
tip of the shaft electrode to form a loop (2A, B). Once the ball has
been placed into the slit, the electrode shaft is pulled back into
the introducer locking the loop in place around the cervix,
ensuring the shielding of the noninsulated part of the wire other
than that in direct contact with the cervix. A unipolar cutting
current is applied, and the loop electrode is slowly pulled back
into the introducer permitting the wire to slice through the cervix















Age (yrs) 30–57 43.6 6.03 31–46 41.6 4.9
Parity 0–5 1.7 1.44 0–2 1.57 0.9
BMI (kg/m
2) 19–44 29.83 7.13 20.5–48 31.6 0.1
Uterine weight (g) 57–290 148.3 80.81 60–475 174 121.8
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procedure.
The average postoperative pain score for both groups,
according to the VAS (Visual analog scale),0–10 was 3.2.
The mean hospital stay for the study patients was 32 hours
(range, 23 to 120). The mean hospital stay for the control
group was 29 hours (range, 23 to 48).
Complications were encountered in 3 patients (11%).
However, only 1 patient had a relatively major complica-
tion, incisional hernia (3.7%). On postoperative day 4, this
patient was reoperated on and left the hospital the next
day. Two patients (7.4%) had minor complications. One
case of liver puncture by a Veress needle secondary to left
upper quadrant entry was treated expectantly. This injury
was the result of a seldom seen, very rare occurrence in
some patients where enlargement of the left lobe of the
liver may cause it to be just below the point of needle
insertion. Also, one case of urinary tract infection oc-
curred. None of these complications were related to the
use of the loop device.
DISCUSSION
It has been shown in other studies3,4 that supracervical
hysterectomy performed by laparoscopy (LSH) results in a
reduction in blood loss, operative time, and surgical com-
plications compared with total laparoscopic hysterecto-
mies and abdominal hysterectomies. There is also less risk
of postoperative pain and infection, vault prolapse, en-
terocele, and painful vaginal scarring in addition to shorter
hospital stay and convalescence, and lower overall cost.
Dequesne et al2 reported that a further decrease in oper-
ating time can be achieved with the loop technique for
uterine corpus amputation.
Safety has always been an important consideration when
choosing a supracervical procedure over total hysterec-
tomy. Amputation of the uterine corpus at the level of the
internal ostium is the crucial and technically most chal-
lenging part of the supracervical hysterectomy. Even in
the case of a small uterus, it is sometimes difficult to
perform a quick, safe resection. Traditionally, the resec-
tion is performed with unipolar scissors or the Harmonic
scalpel. Both methods produce a great amount of smoke
and charring. Precise dissection is difficult to perform
because bowel is often in the way and attention should be
paid to not injure the pelvic sidewall and the ureters. This
risk seems to be reduced considerably with the use of the
electrosurgical loop electrode. The loop electrode can be
relatively easily placed around the cervix. Because a large
portion of the loop is electrically insulated, the electrode
can safely be used for cervical transection without fear of
collateral damage. The main advantages of the loop elec-
trode are safety, precision of the cut, and reduced oper-
ating time. The advantage of laparoscopic supracervical
hysterectomy is reduced operating time.3,5,6 We believe
that further reduction in the operative time can be
achieved with the use of the Lap Loop electrode.
Total operative time in this study was approximately 140
minutes. This relatively lengthy time may be explained by
the fact that all of the procedures were performed by
residents in a training setting and that cystoscopy was
performed routinely on all patients to ensure ureteral
integrity. Although not statistically significant, we
achieved shorter operative times in the control group.
Surgical times with the Loop were longer because we first
used it when we began performing LSH and then started
using other techniques on subsequent patients. Perhaps
our longer surgical times resulted from our learning curve.
The length of the entire hysterectomy in this study is not
relevant because we have clearly demonstrated that the
cervical cutting time is much shorter with the Loop com-
pared with cutting time in other conventional methods.
The Loop applies only to that particular step of this pro-
cedure that is also the most complex and requires the
greatest surgical skill.
The statistically significant difference was observed in the
time required to amputate the uterine corpus in the Lap
Loop group compared with that in the control. The mean
application and cutting time for the Lap Loop electrode
in this study was 6.6 minutes. The mean cutting time
with laparoscopic scissors or Harmonic scalpel was 14.4
minutes.
The use of the Lap Loop electrode considerably simplified
cervical amputation and decreased the time required for
the detachment of the uterine corpus, which many con-
sider the more difficult part of laparoscopic subtotal hys-
terectomy. As experience in performing these procedures
increased, operative times and blood loss improved. This
may explain the fact that although not statistically signif-
icant, operating time and blood loss were smaller in the
control group than in the Lap Loop group.
Two minor complications and only one relatively major
complication, an incisional hernia, occurred in the study.
The hernia occurred in an open laparoscopy case. The
hernia patient was taken to the operating room on post-
operative day 4 and was discharged home the next day.
The minor complication was puncture to the left lobe of
the liver with the Veress needle during left upper quadrant
JSLS (2006)10:226–230 229insufflation that was treated expectantly. This injury re-
sulted from the rare occurrence of a patient with an
enlarged left lobe of the liver. Another patient had a
urinary tract infection. There were no complications re-
lated to the new device. One patient from the Lap Loop
group developed an ectopic pregnancy 4 months after
hysterectomy and was treated by laparoscopic salpingec-
tomy.7 We do not believe that this unusual incident was
related to the use of the device at the time of the hyster-
ectomy. Dequesne et al2 reported no complications in
their 127 patients operated on with this new device.
The mean estimated blood loss in the study patients was
205 mL, and no patients required a blood transfusion. The
estimated blood loss in the control group was not statis-
tically different from blood loss in the study group. The
average postoperative pain score was 3.2 on a visual
assessment (VAS) pain scale of 1 to 10. The mean hospital
stay was 32 hours, which means that most of the patients
were able to leave the hospital the day after surgery
without problems. The majority of the patients were dis-
charged home within the 23-hour admit policy fulfilling
the criteria for the outpatient procedure. The main advan-
tages of the new electrosurgical loop system is the sim-
plicity of use combined with increased safety, reduced
time required for cervical amputation, and the precision of
the cervical cut.
CONCLUSION
The benefits of laparoscopic supracervical hysterectomy
clearly outweigh the risks. An electrosurgical loop has
been designed and successfully used to decrease the time
required and to facilitate safer, quicker transection of the
uterine cervix during LSH for benign uterine conditions.
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